APPENDIX 3
COLON ROOM / EQUIPMENT SET-UP. GRAVITY FEED.

A : Flexi hose
Break between inlet & water surface minimum 2" =] O Shower heater. Min 8.5 kw
with variable regulator.
Bottom draining ¥ (needs a 45 amp cable and
tank. 20-30 litre ... > O isolation switch).
capacity
Max 51"
shelf - J
A
10 mm spigc';l
Min 26”
Y connector .......p-
Bodblscheciked water overflow from tank.
ouvafv% ) ensure u-bend fitted before
w.. . connection to drains.
Y Y Inlet pipe
— V...
... 15mm copper pipe-
40mm bath waste mains cold water
Couch must be of comfortable size. pipe with u-bend feed to filter
fitted prior to soil
stack / sewer : '.3.4 -~
connection. wiites filer Dol chisel
valve fitted before
Q_ filter
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